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II. " A New Form of Spring for Electric and other Measuring 
Instruments." By Professors W. E. Ayrton, P.R.S., and 
John Perry, M.E. Received February 6, 1884. 

In steam and gas engine indicators, the pressure of the fluid on a 
piston produces a slight shortening of a spiral spring which is mag- 
nified by a lever, and so the pressure of the steam or gas is recorded. 
In what are usually known as spring balances there is also occasion- 
ally a magnification of the elongation of a spiral spring effected by the 
use of a rack and pinion. Such magnifying arrangements, however, 
not only introduce inaccuracy by the bad fitting of hinges or of teeth, 
an inaccuracy which is aggravated by wear, but they increase the cost 
of measuring instruments and their liability to get out of order. 

And, as an example of the difficulty of using a wheel and pinion 
for the magnification of an angular motion produced by a small force, 
we may mention that although we used this plan for a year or more 
in our electric measuring instruments, and although the wheels and 
pinions were made by a good watchmaker, still the friction involved 
in such a plan has induced us to abandon it in favour of the new 
arrangement which is the subject of this communication. 

The telescopic method employed by Weber, and the spot of light 
method due to Sir W. Thomson for magnifying the effect of an 
angular motion are, of course, unequalled for stationary measuring 
instruments, but for instruments which must be carried about and 
used quickly without the necessity of adjustment, these most ingenious 
reflecting methods are quite unsuitable. 

With an ordinary cylindric spring, having a small angle between 
the osculating plane and a plane perpendicular to the axis, as is the 
case with all spiral springs such as are in practical use, and of which 
fig. 1 is an example, it is well known that but very little rotation is 
produced between its ends by the application of an axial force. Con- 
sequently with such springs, it is only possible to obtain magnification 
by the employment of a system of levers, or of a rack and pinion. 
It occurred to us, therefore, to consider whether it would not be 
possible to make a spiral spring of such a nature that for a com- 
paratively small axial motion of its ends there should be considerable 
rotation of one end relatively to the other, and by the employment of 
which all levers, racks, and pinions could be dispensed with, so that 
no error could be introduced by wear and tear, or by want of fitting 
of joints, and further so that the temperature correction should be 
merely one affecting the rigidity of the material used as a spring, 
and not a correction such as has to be applied in consequence of the 
contractions and expansions of the various parts of an ordinary 
magnifying apparatus. 
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In order to ascertain this fact, it is necessary to consider what are 
the general laws governing the behaviour of spiral springs. Let the 
centres of all cross sections of the wire, or strip, forming the spring 
lie on a right circular cylinder of radius r, let the spiral have every- 
where an inclination a. to the plane perpendicular to the axis of the 
cylinder, and let a force F act at one end of the spring along the axis, 
the other end of the spring being fixed. 

In the cross section of the wire at any point P (fig. 2), we have, 
due to the axial force F, tensile stress whose effect in deforming the 
spring may be neglected in comparison with the other effects to be 
described, and we have the stresses produced by a couple Fr acting 
about the axis PM. PS, PM, and PU are all in a plane tangential to 
the cylinder at the point P, PM being drawn in this plane perpen- 
dicular to the axis of the cylinder, PU tangential to the spiral line, 
and PS perpendicular to PU. 

This couple is equivalent to the couple Fr cos «, which is a twisting 
couple about the axis PU, and to Fr sin #, a bending couple about the 
axis PS. If now B is the flexural rigidity of the wire in the oscu- 
lating plane, and if A is the torsional rigidity about the spiral line at 
P we have — 

Fr cos a. 
A 
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as the angular twist per unit of length about the axis PU, and 

Fr sin a 
B 

as the angular bending per unit of length about the axis PS. 

Resolving both of these horizontally and vertically, we have for the 
total angular motion in a vertical plane, that is, about the axis PM — 



Fr 



c 



COS 2 a , sin 



+' 



iin 2 a\ 



and for the angular motion in a horizontal plane — 

Fr sin a COS a I —-.—--— 1, 
\A B/ 

If the angular motion, in a horizontal plane, of the free end of the 
spring relatively to the fixed end be called 0, and if the axial 
increase of length be called d, and the whole length of the spring 
along the spiral Z, then— 

0=ZFr sin <x cos a (_-— — I (1), 



and 



d~l¥r* 



/ oosgg ^BingflA (2) 



The theory of the strength and stiffness of the ordinary cylindric 
spiral spring for small angles was given, we believe for the first time, 
by Professor James Thomson, in the " Cambridge and Dublin Math. 
Journ.," for 1848, and in "Thomson and Tait's Natural Philosophy," 
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vol. i, §§ 588-608, the general behaviour of wires subjected to forces 
at their ends is investigated, and we might have obtained equations 
(1) and (2) from the general result of that investigation given in 
Article 607, but we have preferred to deduce these two equations from 
first principles. 

The general expression worked out by M. de St. Yenant for A 
for a prism of rectangular section involves an infinite series, and 
its use would give rise to mathematical expressions of an unwieldy 
character in an investigation like the present. We have, there- 
fore, decided to consider our strip of which the new spring is to 
be made as having an elliptic section. We may mention, how- 
ever, for the benefit of students, that an examination of the expres- 
sion given by Thomson and Tait, "Nat. Phil.," vol. i, for the tor- 
sional rigidity of a prism of rectangular section has led us, we 
believe, to detect two errors in it ; one is a misprint of naW 1 for nab s , 

(2\ 5i 6 /2V26 
— 1 '— ought to be { - J 

A friend of ours who has been kind enough, at our request, to check 
the investigation agrees with us in thinking that there are two errors, 
but considers that the second is not in the coefficient but in the fact 
that -| has been used in the formula in place of •£. We still are of 
opinion, however, that the error is in the coefficient, because when we 
employ our two corrections, we obtain — 



A=nab s 



3 W a S (2i+l) 6 1 + e _ (8i+ i ) ^ 



where a and b are the length and breadth of the strip, and this formula 
we find agrees with the experimental results of M. de St. Yenant, 
and also with the calculated numbers given in Thomson and Tait's 
"Natural Philosophy,"* § 709, for the torsional rigidity of a square 
shaft ; whereas neither the formula for A given in Thomson and Tait's 
book, nor the formula as corrected by our friend, will do this.* 

Reverting to the elliptic section, if the principal semi-diameters 
of this ellipse are h, measured in the osculating plane of the spiral, 
and a measured perpendicular to this plane, the values of the two 
rigidities are — 

j\. — and. £$ ., 

where N is the modulus of rigidity of the material, and E is Young's 
modulus. 

Hence substituting, equation (1) becomes — 

* Since this paper was presented Mr. E. T. Grlazebrook has been kind enough to 
go through the investigation, and he confirms our correction of the formula as 
given in Thomson and Tait's "Natural Philosophy." 
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0=ZFrsin«cos a *(?L±^-A\ .... (3), 

* nab* \Na* E / VA 

(^^~eos 3 a + ^sin 2 a) ..... (4), 
\ No, 2 E - / 



d: 



7rab s \ Na 2 



Maximum Rotation, Positive and Negative Springs.—- -If we merely 
require that shall be a maximum for a given axial force E, inde- 
pendently of the stresses produced in the material, and independently 
of the axial elongation, then it is evident that a. ought to be equal to 
45°, and I and r as great as possible. If our other condition is that 
the area of cross section of the strip is to be a constant — 



Let ab=s, 

and a—kb, 



so that 6 3 =-. 



k 
3 + & 3 4\ 1 /#* + ! 4 



Th J_ /g-±j!- 4\ 1 / 

en 7m& 3 l Na 2 E/ 7 *»\ 



7 « xISTF E 

irk — 



/ fe 1 _4/A 

U 1 E/ : 



or since 1ST is equal usually to about two-fifths E, we find that 

0oc -—37s. 
& 

ISTow when k is very small this is very great. On the other hand, 
when k is very great this is also very great, but of the opposite sign. 
As k increases from the expression to which 0, or the amount of 
turning, is proportional diminishes until when k reaches a value 
nearly 1*3, becomes 0, or there is no rotation of the spring pro- 
duced by an axial force. In fact, for small values of k there is a 
rotation of the spring in the direction of the coiling, and the 
amount of rotation becomes the greater the smaller k is, while for 
values of k greater than 1*3 there is a rotation of the spring opposite 
to the direction of the coiling, the rotation becoming greater the 
larger k is. 

Eig. 3 shows a spring in which k is greater than 1*3, and it is found 
that there is an uncoiling on the application of an axial force. 
Eig. 4 shows a spring made of the same material, but the wire has 
been passed through rolls so as to flatten it in the opposite way, and 
now a rotation tending to coil it up is found to be produced by the 
application of an axial force. 



302 



Profs. W. E. Ayrton and J. Perry. [Feb. 14, 




The twisting torque to which the spring is subjected is Fr cos «, 
and the bending torque to Er sin a. But the twist must be multi- 
plied by sin a, and the bend by cos a. when we project these motions 
on a horizontal plane. So far then as the total rotation, in a horizontal 
plane of the free end of the spring relatively to the fixed end is con- 
cerned, it may be regarded as being produced by equal twisting and 
bending torques, each of them equal to Fr sin a, cos a ; and the total 
rotation of the free end of the spring relatively to the fixed end, which 
is the special feature of the springs we are considering, is proportional 
to the difference between the two angular rotations produced in the 
wire by these equal bending and twisting torques. The twist alone 
would cause an increase in the number of coils, that is, a rotation in the 
direction of coiling which is what we call positive, while the bending, 
or rather the unbending, alone would cause a negative rotation, or 
one tending to uncoil the spring. When both occur together in the 
actual spiral spring subjected to an axial force the total rotation is 
positive or negative, according as the angular twist or the angular 
bend is the greater. Hence the flexural and torsional rigidities of the 
wire alone determine whether the rotation is positive or negative. 

It is well known, for example, that when a wire of circular section 
is subjected to equal twisting and bending torques the twist is greater 
than the bending for almost all substances, that is, substances in 
which the ratio of the modulus of rigidity to Young's modulus is 
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between one- third and one-half. Hence we may expect that in a 
spring made of round wire, and with the spires making an angle of 
45° with a plane perpendicular to the axis, the total rotation will 
be positive for an axial force applied so as to lengthen the spring. 
And experiment shows that this is the case. 

If the wire be flattened and bent so that the flat side of the strip 
touches the cylinder on which the wire is coiled, as shown in iig. 3, 
then the arrangement is such that the bending is greater than the 
twist. Hence an axial force applied so as to lengthen this spring 
causes a negative rotation, whereas if the strip be coiled as in fig. 4, 
so that the edge of the strip lies against the cylinder on which it is 
coiled, an axial force similarly applied will now cause a positive rota- 
tion. It is almost certain that for any strip of material the positive 
value of obtained with the latter form of spring is likely to be 
greater than the corresponding negative value with the former kind, 
but the difficulty of manufacturing the second form of spring, where 
h has a very small value, has compelled us to confine our attention to 
the former type. 

Permanent Set. — Having constructed some very delicate springs of 
this kind, one of the first difficulties which we met with arose from 
their liability to acquire a permanent set, so that it has been necessary 
to determine the dimensions of the spring which will give the largest 
amount of rotation with the minimum amount of stress in the 
material. 

The shear stress at any point x, y in an elliptic section if the prism 
has received a twist t per unit length, is — 

N ( T#-h~ J in the direction of y, 
\ dyj 

and 1ST ( —"Ty-\-—\ in the direction of oj, 

\ " dxj 

cft — lfi 
wh ere 7 = — T-^—xy, 

a- -j- b l 

where a and b are the principal semi- diameters of the ellipse, the axis 
of y being parallel to the semi-diameter b. 
Consequently these shear stresses equal — • 



— and — — -^- respectively; 

a? + & 3 a 3 -f b 2 



and the total shear stress is equal to 

2Nt 



VOL. XXXVI. 



v b^^ra^tp. 
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From this we see that the greatest shear stress is at the ends of the 
minor axis, and at the boundary is the least at the ends of the major 
•axis — 

If is the twisting couple we know that — 



t= — , or 

A' 

C a 3 -f 6 3 



Using these values of r in the above we obtain for the total shear 
•stress at a point x, y of an elliptic section-— 

20 / 

— m vW + aY ....... (5), 

7ra 6 b 6 J v 7 

and this at the extremity of the minor axis becomes 

20 

TO* 

7rab M 

Applying (5) to our case where the twisting couple is Fr cos at, and 
the bending couple Fr sin «, and recollecting that the direction we 
have chosen for y on the section is perpendicular to the axis of the 
spiral, we see that at a point x, y on the section bent about the axis 
of x, that is, x is perpendicular to the plane in which bending 
occurs the shear stress q equals — 

2Fr cos a, / . — . 

-~^W~^x2 + a*yZ ...... (6), 

•and the tensile or compressive stress _p at the point x, y due to bending 
equals 

_ *L_EVsin« (7). 

7rab 6 

And the resultant tensile, or compressive, stress /at the point x, y is 



2 V X + 2j 



4 
Therefore since 



™2 7/ 2 



+A=1 



a 3 W 
is the equation of the ellipse, the stress at the boundary, 

2F?v . / „ r~~p \ 

/= — p(2/sin«+A/ ^ + cos 3 a-^(6 2 --2/ 2 )) • • • (8) 
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We have now to consider for what vakie of y this expression is 
a maximum. The possible values of y are between and b ; and 

we see that if 1 — ■ — cos 3 a. is positive,/ will be greatest when y has its 

a? 

greatest possible value, namely b. For sections 1, 2, 3, 4, therefore, 

of the strip shown in fig. 5, where AB is the axis of the spring? 




the greatest stress will in each case be at B. If, however, b be very 
large compared with a, which is the case in the section 5, fig. 5, then / 
will not have its greatest value at B. 
We find also that when 

a<b cos a, 



f has its greatest valne when 



aW 1 sin a. 



V (b% cos 3 a — a 3 ) (& 3 — a 3 ) 
ISTow this value of y is greater than b so long as 

a 3 5 3 sin 3 a>(6 3 cos 3 <% — a 3 )(& 3 — a 3 ) ; 
and when these are equal we have 



(9). 



CO' 



' = & 3 (l + sina) 



where the positive sign is evidently inadmissible, since our condition 
above is a less than b. 

a 
Hence from b equal through b equal a to b equal ~~t= 



the 



•sm* 



greatest stress occurs at the extremity of the y axis. After that, the 
point of greatest stress is nearer to a, but still on the circumference of 
the ellipse. 

Now if b is very great compared with a, then we have as a 
limit, 

2/=&tana, 

T 2 
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so tliat the greatest stress can never occur at the end of the semi- 
diameter a, but may be very near to it. 

On the supposition then that, relatively to a, b has any value from 

a 
to —/ — ■ — , the greatest stress in an elliptic section occurs at the 
v 1— sin ^ 

end of the semi- diameter b, which is parallel to the axis of y f and this 

is the case we will first confine ourselves to. 

Maximum Rotation in Relation to Permanent Set. — If, now, /is the 

greatest stress at any point of the section, 



__ i I sin ex. cos a. (a? + & 3 ___ 4 



(10). 



The conditions that make this a maximum are those which for 
a given axial force applied to our spring produce the greatest 
amount of turning of the free end with the least amount of stress on 
the material, and therefore with the least chance of permanent set . 
And as regards the value of a, it is clear that 

sin«= — J + fv 5, 

or *=38° 10', 

will give the greatest value. 

Maximum Rotation compared with Axial Motion. — From equations 
(3) and (4) we have 

tana Na 2 E n~\\ 

1 ~ ^+PT4T~7" 

4- — tan" 1 a 

Na 3 E 

and the conditions that make this a maximum are those which for a 
given axial force applied to the spring give the greatest amount of 
turning of the free end of it with the least amount of axial length- 
ening. As regards the value of a, it can easily be shown that — will 

d 

be a maximum when 




tana= a / — - . — 



If b is small in comparison with a, which is a condition, as already 
explained, we are led by facility of construction to adopt, then 



. , E 
tana: 



V- 



N 
As a rough approximation, taking 1ST the modulus of rigidity at two- 
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fifths of Young's modulus, the ratio given by M. St. Venant, this value 
of tan a. becomes equal to v *625, or 

*=38° 19', 

makes — a maximum. 
d 

We have already seen, from (3), that to merely make a maximum 
for a given axial force, a. ought to be 45°, and I and r as great as 
possible. 

We are therefore led from three considerations — 

1. That an axial force shall produce a maximum relative rotation ; 

2. That the rotation shall be great without producing permanent 
set in the material ; 

3. That the rotation shall be great in comparison with the elonga- 
tion of the spring ; 

to make the angle of the spiral about 45°. 

Further, to produce the first two of these conditions, it will be 
observed that the length of the wire forming the spring ought to be 
great, while the third condition is independent of the length. 

Next, with regard to the proper radius r to give to the coils of the 

spring. increases with r, - is independent of r, and - varies in- 

f d 

versely as r. Hence, as the first and third conditions are antago- 
nistic one to the other, the value of r must be chosen to suii the 
€onditions of the instrument in which the spring is to be used; that 
is, we must consider in any special case whether the possibility of 
permanent set or a large axial motion is more to be avoided in the 
particular instrument in question. 

Let us now consider how 0, ~, and ~ depend on a and Z). liefer- 

ring to equation (3), if b is not greater than a, it is clear that the 
smaller b is the larger will be. Next putting N equal to f E, an 
approximation sufficiently accurate for the substances likely tc be 

employed, we see from equation (10) that — depends on 

■ / 



_ 1 A.5-> 3 \ 



and as in this first case we are limited to values of b between and 

a 
j . = , or between and about 1*84 a if we put a equal to 45°, 
vl- sin oo 

a, value not far from that which we have already determined to be the 

best, then it is obvious that the smaller b is the larger will be — . 

/ 
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From equation (11) we see that i- depends 



is on 



or, putting 1ST equal to f E, this becomes 

5^-3 



5-^+13 

a 4 



Hence, remembering as before that Z> 3 has only values between and 
3*4a 3 , we see that the last fraction varies between —0*23 and +0*47. 
Hence, taking b small, which gives the greatest values for and 

~, gives a value for ^ not less than half as great as if we had taken 

t Cv 

the largest possible value of b. 

Finally, therefore, if b varies from to --/=======, the best practical 

v,l — sin a 

value of b is an extremely small one, or the strip should be wound as 

in figure 3. 

a 
If b is greater than — -j=— •— =, conditions other than those given 

v 1 — sin a. 

above may make 0, !£, and ~ have their maximum values ; but, since 

f d 

the difficulty of manufacturing metal springs of the form shown in 
fi.g. 4 must necessarily render their employment but very limited, a 
mathematical examination of this problem has not much practical 
value. We therefore merely mention that in this case calculation shows 
that 






17 4- fcfi+W' 4\ 1 /& 3 cos 2 «— a 3 /10A 



where/ is the maximum s trass anywhere in the section, the maximum 
stress in this 'case not occurring at the extremity of the b diameter. 

The general conclusions therefore arrived at are, that in order, with 
a given axial force to obtain a large amount of turning of the free end 
of the spring, combined with small maximum total stress in the 
material, and not too much axial motion of the free end of the spring, 
the strip of elliptic section should be as long and as thin as possible, 
should be wound in a spiral such that the osculating plane makes an 
angle of 40° to 45° with a plane perpendicular to the axis of the spiral, 
and so that the smaller diameter of the elliptic section is at right 
angles to the axis of the spiral* 
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Under these circumstances, 2a being the major diameter and 2b the 
minor diameter of the ellipse, 

^ Tratf \4N E/ V J 

f the maximum stress at a section 

= -(1 + sina) ...... (14), 

iraW 1 

and ^ = Zj^W« 4sin 3 «\ (lg) 

Springs with a Rectangular Section. — For practical purposes it is 
obviously more convenient to use in the construction of our springs 
thin strips of a rectangular section rather than of an elliptic section. 
We have, therefore, now to consider how equations 13, 14, and 15 
will be modified if our strip has a rectangular section, the longer side 
of the section being 2a and the shorter side 2b. In this case 

B=fa6 3 E, 

and since, as was discovered fey M. Cauchy in 1829, the torsion 
rigidity of a rectangle bears to the torsional rigidity of an inscribed 
ellipse the proportion of their moments of inertia about a line drawn 
through the common centre perpendicular to their plane, in the case 
when one principal dimension is several times the other, it follows 
that 

4 

or A= V-N 



3 a* + W° 

TT ^ TFr sin a, cos a / 3 a 3 -f & 3 3 \ 

Hence <p= ^ -{— __ -- j, 

, ZFr 3 / 3 a 3 + 6 3 3 , 3 . 3 \ 

$= ( ! COS** 5 a + — Sin^ a I *, 

4a6 3 \4N a 2 E /' 

or, as & 3 is insignificant in comparison with a 3 , 

= 3raVffl 5fL oos«/J L ___l\ ..... (16) 

,_3tBV/ oosg« , sin8«\ q^ 

4a& 3 \ 4N B / * V '' 
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We will now calculate the value of f, tlie maximum stress at any 
point in the rectangular section. 

The shear stress at any point, xy, in such a section of the prism 
which has received a twist, t, per unit of length is, where the axes of 
x and y are parallel to the edges of the section, and the origin the 
centre of the section, z being at right angles to the section, 

N ( tx + — ^ ) in the directions of y and z, 
\ dy; 

and ~N I — ry-\-Jl j in the directions of z and x, 

\ dxj 

where 7 equals — rxy + an expression which vanishes if the thickness of 
the strip is very small. 

Hence since __L:=— tx, 



t dv 

and _1= 



dy 



dx 

it follows that the shear stress at a point xy is 

in the direction of y, 

and — 2Nry in the direction of x, 

so that the whole shear stress at a point is —ZNry, and the shear 
stress, q, at the middle of the longer edge of the rectangular section, 
where we may suppose the shear stress is the greatest, is 2NV&. 
Now if is the twisting couple, we know that 

C 
A' 



T , 



-, 3Pr cos ex. f 9 , 7 9 x 

hence T= ___( W)j 

and q J*FZ^(a? + b*). 

Also, since Fr sin a, is the bending couple, the greatest stress due 
to bending, 

oFr sin ex. 

Hence if /is the greatest total stress anywhere in a section, it may be 
shown that 

/^5{ sin ^A/ 1+ l cos2a (5 +2 )}- 
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Or, as a is very large in comparison with b, 

/=i^-a+sin«) (18). 

If, as is usual in the case of the springs we employ, the edges of 

the strip nearly touch one another in two consecutive coils, and the 

angle of the spiral is 45°, we have the area of the cylinder which the 

2irrl 
metal strip approximately covers, or —j~> equal to the area of the 

strip, or 2la, so that 



1= ^2 
a sr 



and equations (16), (17), and (18) may be simplified thus — 

0x0-17 — (-L.-L) (19). 



'L(Jl-+1\ (20). 

8 \4N E/ V } 



Z> 3 UN 



./fcO-29-J (21). 

We have preferred to say that 0, d, and / are respectively propor- 
tional rather than equal to the expressions on the right hand side, 
because when the strip is wide in comparison with the radius of the 
cylinder about which it is bent, the strip receives in addition to the 
bending and shear strains which we have considered, a lateral bending 
also, and the exact effect of this we have not yet fully investigated. 

Use of Spring to determine —. — Before proceeding to a description 

of the various measuring instruments in which we have applied this 
new form of spring, we may mention one interesting application of it 
to enable us to determine readily the ratio of the modulus of rigidity, 
N", to Young's modulus of elasticity, E, for any material. It is well 
known that the celebrated conclusion of MM. Javier and Poisson 
from Boseovich's molecular theory requires that ihe ratio of E to 1ST 
should be 2*5 for all solids. Professor Stokes showed that this con- 
clusion was impossible if its authors supposed it to apply to jellies 
and to india-rubber, and that it was probably untrue in the case of 
metals ; and Wertheim, Kirchhoff, Thomson, Everett, and others have 
experimentally shown its untruth in the case of brass, iron, copper, and 
glass. In pursuance of the present investigation it has struck us that 
this ratio may be most conveniently determined by the use of our 
springs from one experiment. 
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When the spring is made of round wire, so that a and b are equal 
to one another, we have from equation (11) 



r<p 



tan 



N 



-2 



a 



E_ 



+ 2 tan 2 a 



let — be called cot /3, then it can be shown that 



E 



1ST 



so that if is 45° 



— 2 tan a. tan (a + /3), 



E__ tan/3 + l 
"S^tanjS— 1 



. . . (22), 



In order to measure tan/3 most conveniently, we may employ 
(fig. 6) a pair of cylindric scales, the distance apart of which ? 




close to the wire of the spring, is a inches. A point, P, on the wire 
is observed in its position in the upper scale, the reading being b. 
Now the spring is elongated by an axial force until the point, P, 
comes opposite a point on the lower scale, and the reading is now c. 
As the two scales are similar and parallel to one another, and as a 
spirit-level has been employed to make the scales horizontal, it is 
obvious that as the axis is vertical 
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c — & r0 



so that 1^2 a -±i c ^}. 

N a— (a— 6) 

We have used three springs made from round wire respectively of 
brass, iron, and steel for the sake of illustration. In all of them we^ 
find that c— *b is small in comparison with a, so that roughly we may 

say that the excess of — over 2 is — ; ^, that is, is proportional to 

N a 

(c — 5). The cylindric scale has only been introduced for the sake of 
illustration. For an accurate determination of — , a telescope would 

be employed having a motion about the axis of the spring, and also a 
motion parallel to the axis, and by means of which the motion of a 
point on centre line of the wire when an axial force is employed, 
would be accurately observed. It is sufficient to say that the brass 

spring of round wire exhibited, to the Society gives a value of ~— which 

is 8 per cent, less than the value given by the similar spring of round 
iron wire exhibited. 

Instead of using a round wire, we may use for the experimental 

determination of — a strip of rectangular section, whose breadth is 

very great in comparison with its thickness. If the angle of the 
spiral is 45°, then from equations (16) and (17) it follows that 



0r_4N >E 
~d~~ 1 1 ? 

4N E 

E_ 4 (Z+0r . 

therefore measuring <pr as c — b, and d as a, by the method just 
described, we have 

~N~~ a~^c~^b) 

Some Practical Uses of the Springs. — By the employment of springs 
such as we have described, we have succeeded in making ammeters 
and voltmeters, or instruments for measuring respectively electric 
currents and differences of potential, in which the pointer moves over 
in some cases as much as 270° of the scale instead of only 50°, which 
is all that can be obtained with ordinary galvanometers. One form 
of the instrument is shown in fig. 7, where A A is a thin hollow tube 



314 



Profs. W. E. Ayrton and J. Perry. [Feb. 14, 



of charcoal iron attached at its lower end to a brass piece Gr guided 
at the bottom in the way shown. To Gr is attached the lower end 
of a spring made in the way we have described of silver or hard 
phosphor-bronze, the npper end of which is attached rigidly by a thin 
rod to the glass top of the instrument which itself is fastened rigidly 




to the framework of the instrument. The rod attached to the glass, 
and to which the upper end of the spring is attached, also serves as a 
guide to the top of the iron tube. In the space PP a solenoid wire or 
strip is wound, its ends being attached to the terminals shown. Hence 
when a current is passed through the wire, the iron tube is sucked 
into the solenoid, and its lower end G, to which the spring is attached, 
receives a large rotatory motion, which is communicated directly to 
the pointer attached to the top of the iron tube. Parallax in taking 
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readings of the pointer is avoided by the horizontal scale being on 
looking glass in the well-known way. 

By making the iron tube AA very thin, so that it is magnetically 
saturated for a comparatively weak current, by fixing it so that it 
projects into the solenoid a fixed distance which has been carefully 
determined by experiment, and by constructing the spring in 
conformity with the conditions worked out in this paper, so as to 
obtain a large rotation with minimum stress, and with not too 
much axial motion of the free end of the spring, we have succeeded 
in obtaining deflections up to 270° directly proportional to the 
current, and without any permanent set being given to the spring. 

To prevent a spring taking a permanent set for a large deflection, it 
is of great importance that the spring after being delivered by the 
maker should receive a large degree of permanent set in the direction 
in which we wish it to be afterwards strained in ordinary working. 

In spite of the fact that Professor J. Thomson in the " Cambridge 
and Dublin Math. Journ.," November, 1848, explained the importance 
of initial strains in materials, the reason is not yet sufficiently well 
understood why when a round bar has been well twisted beyond the 
limit of permanent set in a certain direction it has twice as much 
elastic strength to resist torsion in this direction as in the opposite 
direction. Now in the very act of manufacturing our springs, that 
is in the bending of the strip, the material acquires strains which are 
just opposite in character to the initial strains which we wish it to 
possess, for, as already explained, if the spring be constructed as in 
fig. 3,; an extension of the spring produces a rotation tending toj 
uncoil it. Hence a spring must not be regarded as ready for use until 
it receives a good set by means of a weight hung from its end. 
; Theory of the Solenoid Spring Ammeter or Voltmeter. — If is thej 
6urrent in amperes flowing through the coil, the attractive force on' 
the iron core is 

KC 3 
1 + SC' 

where S is a constant, which is the greater as the current is smaller 
for which the iron tube A A, fig. 7, becomes saturated with magnetism. 
The position of this iron core in the solenoid is so selected that K 
remains practically constant throughout the small range of downward 
motion of the core. 

Since the rotation has been produced by an axial force, we know 
from the theory of the spring already given, that this axial force is 
jp0, where p is some constant. Hence 

^l + SO' 
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and since SO is great in comparison with unity for such currents as 
we wish to measure, we have 

J90 0_ 1 

K~~S S3' 



or 



C: 



Sp , , 1 

1 0_^_ 



K 



S 




that is, equal divisions of the scale correspond with equal additions to 
the strength of the current except close to the zero, and we usually do 
not graduate these instruments within 5° of the zero. 

Shielded Measuring Instruments. — When it is desired to use the instru- 
ment close to a dynamo machine or electromotor in action, we have 
adopted a different and somewhat special form of construction, which 
is shown in fig. 8, by means of which the instrument is to a great 
extent shielded from even powerful external magnetic fields. In this 
instrument the electromagnet consists of a hollow core, part of 
which, BB, is of charcoal iron, and part, DE, of brass or other non- 
magnetic metal. The outside tube, CO, and the plates, XX, top and 
bottom, are also of charcoal iron. The space FF is filled with insu- 
lated wire in electrical connexion with the terminal, so that when a 
current is sent through the instrument an intense magnetic field is 
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formed between D and E, which are the poles of the electromagnet. 
To the iron tube AA, also made of charcoal iron, the spiral spring, in 
this case made of extremely thin hard steel, is attached, the other end 
being attached to the piece F, which is fixed relatively to the bobbin. 
The spindle GG, which is fixed to the moving iron core A A, moves 
freely in bearings HH, so that the only movements of which A is 
capable are one of rotation and one parallel to the axis of the bobbin. 
As the iron core A projects into the strong magnetic field between D 
and E it is strongly attracted towards E when the current flows, and, 
as before, causes a large rotation of the pointer P over the scale. As 
a means of varying the power of the instrument an adjustable iron 
piece K is provided, which can be screwed nearer to or farther from 
the core A, and by the use of which the sensibility of the instrument 
can be adjusted so as to make the instrument " direct reading," that 
is to say, each division of the scale can be made to correspond with. 
1 ampere of current, or 1 volt difference of potential, and the employ- 
ment of a constant such as 1*84 amperes, or volts, per degree, which 
has hitherto been necessary with our measuring instruments, is now 
avoided. This power of adjustment produced by the use of the 
movable iron piece K, combined with the ease with which more or 
less wire can be wound on to the instrument, which also constitutes a 
second adjustment of sensibility, is of considerable importance, since 
the employment of a constant has not only led to error and delay in 
measurements made in electric light factories, but has caused the 
breakage of the pointer or the destruction of an instrument from a far 
too powerful current being sent through it by an observer (often a 
man with little experience in the employment of instruments) having 
confounded the constant of some other instrument with that of the 
one he was using. 

The steel strip used in the construction of the spring for these 
shielded instruments is 0*0017 inch thick, and in a book just pub- 
lished on " Steel and Iron," by Mr. Greenwood, he mentions that 
some specimens of remarkably thin steel, t ±q of an inch, were shown 
in the Paris Exhibition, so that steel we are using is nearly as thin as 
that referred to by Mr. Greenwood. But within the last few days we 
have received from Mr. Charles Jowitt, of Sheffield, a specimen of steel 
rolled for us only just over 0*001 inch in thickness, which is perhaps 
the thinnest steel yet made . 

We have to thank one of our assistants , Mr. Bower, for so earnestly 
carrying out a long series of experiments on these very delicate springs. 

Weighing Machines. — Another class of instruments in which we 
have practically employed this spring are weighing machines, and 
fig. 9 shows one of the arrangements we adopt. The scale-pan is 
prevented from turning by the part AB being square and fitting very 
loosely a square hole in C. This arrangement introduces practically 
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no friction, and prevents the moment of inertia of the scale -pan and 
load interfering, by means of a rotatory motion, with the rapidity with 
which the pointer comes to rest when a load is put into the pan. The 
position of the pointer P, which revolves when a weight is placed in 
the scale-pan, is read off upon the spiral scale, D, which, in this 
specimen, we have graduated in pounds. In another of these weigh- 
ing machines, shown in fig. 10, the arrangement is the same with the 
exception that a cylindric scale D is fixed to the end of the spring 
and turns with it, the pointer P fixed on the frame of the instrument 
points to an indication of the weight on a spiral line drawn on the 
cylinder D. This second arrangement allows us to employ springs 
whose ends have a relative motion of five or six revolutions. 

We have also made certain weighing machines where the weight is 
placed on a pan resting on the top of a rod passing up through the 
spring, and attached to the bottom of the spring, but hitherto we have 
found that this arrangement introduces too much friction. 

When a very long spring is required for any purpose, and where the 
weight of the spring itself would cause greater stresses on the upper 
part than on the lower part of the spring, it is our custom to let the 
breadth and thickness of the strip of material remain unaltered, but to 
let the diameter of the coils diminish towards the upper parts. The 
formula already given suffice to show how this may be done so as to 
obtain uniformity of maximum stress at all sections. 

We also present before the Society a model showing a combination 
of bifilar and spiral spring suspension, in which great rotation and 
small axial lengthening or shortening are produced by an axial force. 



III. " Note on the Theory of the Magnetic Balance of Hughes." 
By Professor Silvanus P. Thompson, B.A., D.Sc, Univ. 
Coll., Bristol. Communicated by Professor D. E. Hughes, 
F.R.S. Received February 7, 1884. 

[1.] The magnetic balance recently described by Professor D. E. 
Hughes* promises to be so convenient and useful an instrument in 
the laboratory, that the theory of its action and graduation deserves 
attention. In the actual instrument constructed by Hughes the 
graduation was empirically determined for a number of values, the 
remainder being found by interpolation. The instrument consists of 
a small suspended needle lying in the magnetic meridian provided 
with a zero-mark placed upon a platform in which a horizontal groove 
is cut magnetically east and west. In this groove the piece of iron 

* « Proc. Roy. Soc," vol. 36, p. 167. 
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